In this work, to evaluate the influence of the threshold on the dynamic contact process, five models (number 1, 2, 3, 4, 5) with different thresholds were proposed and fabricated with surface micromachining technology. The contact time and response time were used to characterize the dynamic contact performance. The dynamic contact processes of the inertial switches with gradually increasing thresholds were researched using analytical, simulation, and experimental methods. The basic working principle analysis of the inertial switch shows that the contact time of the inertial switch with a low-g value can be extended by using a simply supported beam as the fixed electrode, but the high-G inertial needs more elasticity for fixed electrode. The simulation results indicate that the response time and contact time decrease with the increment in the designed threshold. Prototypes were tested using a dropping hammer system, and the test result indicates that the contact time of the inertial switch with a fixed electrode of the simply supported beam is about 15 and 5 µs when the threshold is about 280 and 580 g, respectively. Meanwhile, the contact time can be extended to 100 µs for the inertial switch using a spring as the fixed electrode when the threshold is about 280 and 580 g. These test results not only prove that the spring fixed electrode can effectively extend the contact time, but also prove that the style of the fixed electrode is the deciding factor affecting the contact time of the high-G inertial switch.
Introduction
The MEMS inertial switch, as a passive device, is widely used in Internet of Things (IoT) systems, particularly in areas where the power supply is limited, which has become a research hotspot in recent years due to its superior performance [1] [2] [3] [4] . Especially in recent years with the rapid development of the Internet of Things, the MEMS inertial switch has been more widely used. For example, a longitudinally driven inertial switch was proposed for IoT applications by Qiu et al. [5] . Ongkodjojo and Tay reported a G-switch comprising an elastic beam for healthcare applications [6] . A shock sensor with a latching structure was proposed for health monitoring by Whitley et al. [7] . Kuo et al. presented an inertial switch employing stimuli-sensitive hydrogel integrated with a passive inductor/capacitor (LC) resonator [8] , which was an active device. In IoT systems, as a part of intelligent information systems, the overall performance is affected by the individual sensors. The main parameters used to evaluate the performance of inertial switches include threshold acceleration (a th ), contact time (t co ), and response time (t re ). Contact time is an important factor affecting the performance of inertial switches, where
Designing Schemes
In order to investigate the dynamic contact process of the inertial switch with different threshold accelerations, five designed models have been proposed, numbered 1, 2, 3, 4, and 5, as shown in Figure 1 . These models were selected with similar architectures using a micro-lamellar structure. The main structures of the designed models consist of three parts: Substrate, movable electrode, and fixed electrode. The quartz glass was selected as the substrate, and a seriously raised metal bar was electroplated on the substrate to reduce the damping effect [14] [15] [16] . The proof mass was suspended by four groups of serpentine springs as a movable electrode. The fixed electrode was placed above the proof mass. When acceleration was applied to the inertial switch in the sensitive direction (z-direction), the movable electrode moves rapidly towards to the fixed electrode and the external circuit closed while the acceleration reached the threshold. In this experimental scheme, the threshold acceleration is controlled by the type of movable electrode, which is mainly determined by the stiffness of the spring. The threshold of the inertial switch increased with the increment in the movable electrode's stiffness, while the other conditions remain unchanged. Therefore, the quantity of suspended springs and the mass of movable electrodes are the primary variables used to change the threshold in this work. The stiffness of the fixed electrode can be changed by modifying the structural shape. The movable electrodes are shown in Figure 1a -c and consist of the proof mass and six, four, and three springs, respectively. The fixed electrode shown in Figure 1a is similar to those in Figure 1b ,c, the fixed electrode consists of simply supported cross beams, and the elasticity of the electrode is mainly derived from the ductility of the metal material. The fixed electrodes shown in Figure 1d ,e consist of a cross-shaped structure consisting of four springs. The top views of the spring electrode are shown in Figure 1e ,g, and the location of the spring and the proof mass were set to the same vertical plane, which can 
Physical Model and Working Principle
The MEMS inertial switch is an inertial element that can run the external circuit through driving acceleration and is both a sensor and an actuator. The mechanical inertial switch consists of two parts: A movable electrode and fixed electrode. When the inertial switch is impacted by acceleration exceeding the threshold value, the movable electrode moves quickly and contacts with the fixed electrode, and the external circuit is switched on instantaneously. The basic idealized physical model of the model is shown in Figure 2 [17, 18] , where c is the damping coefficient, a is the acceleration, and k is the elastic coefficient of the suspension spring. The typical contact process is often designed as a rigid contact process due to the limitation of technology conditions. The rigid contact process can be described as follows:
(a) The acceleration load is applied to the inertial switch in the sensitive direction, and the proof mass moves toward the fixed electrode. Model 1  60  1200  20  12  10  20  -Model 2  60  900  20  12  10  20  -Model 3  60  700  20  15  10  20  -Model 4  60  900  20  12  10  20  25  Model 5  60  700  20  15  10  20  30 
The MEMS inertial switch is an inertial element that can run the external circuit through driving acceleration and is both a sensor and an actuator. The mechanical inertial switch consists of two parts: A movable electrode and fixed electrode. When the inertial switch is impacted by acceleration exceeding the threshold value, the movable electrode moves quickly and contacts with the fixed electrode, and the external circuit is switched on instantaneously. The basic idealized physical model of the model is shown in Figure 2 [17, 18] , where c is the damping coefficient, a is the acceleration, and k is the elastic coefficient of the suspension spring. The typical contact process is often designed as a Micromachines 2019, 10, 791 4 of 13 rigid contact process due to the limitation of technology conditions. The rigid contact process can be described as follows:
(a) The acceleration load is applied to the inertial switch in the sensitive direction, and the proof mass moves toward the fixed electrode. (b) The proof mass contacts with the fixed electrode when the acceleration reaches the threshold, and the contact surfaces are positioned in the same plane. (c) The proof mass bounces off the fixed electrode back to the initial position owing to the elastic force of the fixed electrode and spring k. During this contact process, the stiffness of the movable electrode and the mass of the proof mass are the main factors affecting the contact time, which are also key factors affecting the threshold. The contact time of this rigid contact process is very short due to the rigidity of the fixed electrode approaching infinity, and the contact time is often less than 5 μs [19] .
When the displacement of the movable electrode reaches x0, the elastic restoring force (f = kx0) equals the force (F = mat) attached to acceleration while the elasticity of the fixed electrode is ignored, which can be described as Equation (1) .
where k is the elastic coefficient of movable springs, x0 is the displacement of the proof mass, m is the mass of the movable electrode, and at is the threshold acceleration. In this case, because of the short duration of the load on the electrodes, the response of the movable electrode can be evaluated by impulse (I) described as Equation (2) [20] .
where () at is the applied load, m  is the momentum of the movable electrode, and 1 t is the pulse width of the applied load. One can obtain from Equation (2) Then, two conclusions can be obtained when Equation (2) is introduced to this model, which is described as follows:
(1) The larger the mass (m), the larger the momentum ( mv), and it will take longer to change the motion state of the movable electrode. When the inertial switch is shocked by applied acceleration, it will take a long time for the mass to change from the static state to the moving state, which will result in a longer response time. When the displacement of the proof mass reaches x0, the time taken to move the proof mass in the opposite direction is the contact time, which can draw the conclusion that the contact time increases with the mass of the proof mass.
(2) The smaller the load ( () at ), the longer it takes to change the state of motion. One can obtain the conclusion that the contact time decreases with the applied load.
In addition, the load applied to the inertial switch is a half-sine wave acceleration in practical application, and the response time (tre) and contact time (tcon) are affected by the pulse width ( 1 t ) of During this contact process, the stiffness of the movable electrode and the mass of the proof mass are the main factors affecting the contact time, which are also key factors affecting the threshold. The contact time of this rigid contact process is very short due to the rigidity of the fixed electrode approaching infinity, and the contact time is often less than 5 µs [19] .
When the displacement of the movable electrode reaches x 0 , the elastic restoring force (f = kx 0 ) equals the force (F = ma t ) attached to acceleration while the elasticity of the fixed electrode is ignored, which can be described as Equation (1) .
where k is the elastic coefficient of movable springs, x 0 is the displacement of the proof mass, m is the mass of the movable electrode, and a t is the threshold acceleration. In this case, because of the short duration of the load on the electrodes, the response of the movable electrode can be evaluated by impulse (I) described as Equation (2) [20] .
where a(t) is the applied load, m∆ .
υ is the momentum of the movable electrode, and t 1 is the pulse width of the applied load. One can obtain from Equation (2) that the time (dt) increases while the mass of the proof mass (m) is added, and decreases while the threshold acceleration load (a(t)) is increased.
Then, two conclusions can be obtained when Equation (2) is introduced to this model, which is described as follows:
(1) The larger the mass (m), the larger the momentum (m∆v), and it will take longer to change the motion state of the movable electrode. When the inertial switch is shocked by applied acceleration, it will take a long time for the mass to change from the static state to the moving state, which will result in a longer response time. When the displacement of the proof mass reaches x 0 , the time taken to move the proof mass in the opposite direction is the contact time, which can draw the conclusion that the contact time increases with the mass of the proof mass. (2) The smaller the load (a(t)), the longer it takes to change the state of motion. One can obtain the conclusion that the contact time decreases with the applied load.
In addition, the load applied to the inertial switch is a half-sine wave acceleration in practical application, and the response time (t re ) and contact time (t con ) are affected by the pulse width (t 1 ) of the applied acceleration. Generally, the pulse width (t 1 ) of the acceleration with a lower threshold is larger. In other words, the overall performance of the proposed device is determined by the frequency response characteristic of the movable electrode. For the dynamic response of the inertial switch, the response process of the device is determined by the inherent frequency (ω 0 ) of the movable electrode when the applied load has been provided. Thus, response time (t re ) is an extraordinary factor for evaluating the performance of the contact process, and the contact time increases with the response time. An inertial switch with a high performance requires a short response time and long contact time, but there is a contradiction between these two parameters. When the inertial switch is shocked by a half-sine acceleration, the response time can be divided into two parts: One part is the time required for the movable electrode to change from the static state to the moving state, and the other part is the pulse duration of the applied load. As only the effect of the acceleration threshold on the contact time is considered here, the duration of the pulse is ignored. To analyze the minimum response time of the inertial switch, the acceleration (a = a 0 ) with a step change is used to qualitatively evaluate the response time. When the damping is ignored, the motion equation of acceleration (a 0 ) can be written as [20] 
where a 0 is the maximal acceleration, ω 0 is the inherent frequency of the movable electrode, and x is the gap between electrodes, which is also the displacement of the movable electrode. By solving Equation (3), the general solution is
where c 1 and c 2 are constant. By applying the initial conditions of displacement and velocity (x(0) = 0, v(0) = 0), the dynamic equation of displacement can be written as
From Equation (5), the response time of the system can be written as
According to Equation (6), the response time is determined by the inherent frequency (ω 0 ) and acceleration peak value (a 0 ), and the gap (x 0 ) between electrodes is a constant. The relation curves between the response time (t re ) and acceleration (a 0 ), and inherent frequency (ω 0 ), are shown in Figure 3 .
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By solving Equation (3), the general solution is
where c1 and c2 are constant. By applying the initial conditions of displacement and velocity ( (0) 0, (0) 0 xv  ), the dynamic equation of displacement can be written as
From Equation (5), the response time of the system can be written as 
According to Equation (6), the response time is determined by the inherent frequency ( 0  ) and acceleration peak value (a0), and the gap (x0) between electrodes is a constant. The relation curves between the response time (tre) and acceleration (a0), and inherent frequency ( 0  ), are shown in Figure 3 indicates that the response time (t re ) increases with the threshold acceleration (a 0 ). The minimum response times are about 450, 120, and 82 µs when the threshold is about 20, 280, and 580 g, respectively. The contact time decreases with the response time without considering other influencing factors. Thus, we have another conclusion that the contact time (t con ) decreases with the increase in threshold acceleration.
In the structure of the inertial switch, with the increase in mass of the movable electrode, lowering the force of the springs will result in a lower threshold. The above conclusions indicate that the inertial switch with a low threshold value has a long contact time. On the contrary, the contact time decreases as the threshold is increased. In addition, although the above conclusions reveal the influence of the design threshold on contact time, it is impossible to realize an ideal contact state with the electrodes in practice, so it is necessary to investigate the contact process under certain overload conditions. Therefore, the elasticity of the fixed electrode is an important factor that affects the contact time when the overload acceleration is applied to the device. For a low-G designed inertial switch, the requirement of elasticity of the fixed electrode is lower than a high-G switch because the overloading used to keep the switch in the on state is small. The fixed electrode with a high rigidity causes the proof mass to quickly return to the equilibrium position, which will result in a very short contact process for the high-G inertial switch. Thus, improving the elasticity of the fixed electrode is an effective way to extend the contact time.
In this paper, a simply supported beam and spring-connected cross beam were proposed as the fixed electrode. The contact process of the inertial switch with the simply supported beam is shown in Figure 4a . Figure 4b shows that the movable electrode contacts with the fixed electrode when the applied acceleration reaches the threshold. In addition, the simply supported beam bends when it is impacted by the inertia of the mass block. In Figure 4c , the movable electrode returns to the initial position due to the elastic force of the spring and simply supported beam. In this contact, the contact time is prolonged owing to the bending of the simply supported beam. However, the effect of extending the contact time is very small due to the large stiffness of the simply supported beam. minimum response times are about 450, 120, and 82 μs when the threshold is about 20, 280, and 580 g, respectively. The contact time decreases with the response time without considering other influencing factors. Thus, we have another conclusion that the contact time (tcon) decreases with the increase in threshold acceleration.
In this paper, a simply supported beam and spring-connected cross beam were proposed as the fixed electrode. The contact process of the inertial switch with the simply supported beam is shown in Figure 4a . Figure 4b shows that the movable electrode contacts with the fixed electrode when the applied acceleration reaches the threshold. In addition, the simply supported beam bends when it is impacted by the inertia of the mass block. In Figure 4c , the movable electrode returns to the initial position due to the elastic force of the spring and simply supported beam. In this contact, the contact time is prolonged owing to the bending of the simply supported beam. However, the effect of extending the contact time is very small due to the large stiffness of the simply supported beam.
The contact process of the inertial switch with the spring-connected cross beam is shown in Figure 5 . Figure 5b shows that the elastic deformation of the fixed electrode comprising springs occurred by the impact of the movable electrode, and the movable electrode and fixed electrode move cooperatively for a short time in the same direction. During the whole impact process, the movable and the fixed electrode are always in contact due to the low stiffness of the spring. Figure 3c shows that the movable electrode and fixed electrode return to the initial position under the elastic restoring force. Compared to the simply supported beams, this contact process indicates that the contact time is prolonged owing to the elastic deformation of the suspended spring. The contact process of the inertial switch with the spring-connected cross beam is shown in Figure 5 . Figure 5b shows that the elastic deformation of the fixed electrode comprising springs occurred by the impact of the movable electrode, and the movable electrode and fixed electrode move cooperatively for a short time in the same direction. During the whole impact process, the movable and the fixed electrode are always in contact due to the low stiffness of the spring. Figure 3c shows that the movable electrode and fixed electrode return to the initial position under the elastic restoring force. Compared to the simply supported beams, this contact process indicates that the contact time is prolonged owing to the elastic deformation of the suspended spring. 
Dynamic Simulation Analysis
To investigate the contact process of the inertial switches with different fixed electrodes, the designed structures are modeled and simulated by ANSYS software. The finite element model of the inertial switch with a fixed electrode using the simply supported beam and suspension spring is shown in Figure 6a ,b, respectively. The lower surface of the fixed electrode and the upper surface of the movable mass block are defined as a pair of contact surfaces. The end surfaces of the fixed electrode and movable electrode are defined as fixed surfaces. The nickel (Ni) electroplated by surface micromachining technology is selected as the structure, and the material parameters of Young's modulus and the density are chosen as 165 GPa and 8.96 g•cm −3 , respectively [21] . The half-sinusoidal acceleration load with a pulse width of one millisecond is applied to the finite element models. The dynamic response curves of the inertial switch with different threshold accelerations are shown in Figure 7a -e. The dynamic response process indicates that the designed thresholds of models 1, 2, 3, 4, and 5 are 20, 280, 600, 280, and 600 g, respectively. The contact time is about 65, 40, 25, 50, and 50 μs, respectively. The response times are about 1, 0.28, 0.22, 0.28, and 0.22 ms, respectively. The response times from the simulation results are much more than those from the theoretical analysis because the duration of the applied load is ignored when the initial conditions of displacement and velocity ( (0) 0, (0) 0 xv  ) are applied to Equation (5) to reveal the minimum response time. The contact time decreases from 65 to 35 μs, and the contact time decreases from 1 to 0.22 ms, when the threshold increases from 20 to 600 g. As the response time is mainly determined by the inherent frequency ( 0  ) of the movable electrode, the response time of the device remains unchanged when the structure of the fixed electrode is replaced by the spring. When the fixed electrode with the simply supported beam is replaced by the suspension spring, the contact time is prolonged from 40 to 50 μs and 25 to 50 μs when the thresholds are 280 and 600 g, respectively.
(a) (b) Figure 6 . Finite element models of inertial switch with fixed electrode of (a) simply supported beam and (b) suspension spring. 
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To investigate the contact process of the inertial switches with different fixed electrodes, the designed structures are modeled and simulated by ANSYS software. The finite element model of the inertial switch with a fixed electrode using the simply supported beam and suspension spring is shown in Figure 6a ,b, respectively. The lower surface of the fixed electrode and the upper surface of the movable mass block are defined as a pair of contact surfaces. The end surfaces of the fixed electrode and movable electrode are defined as fixed surfaces. The nickel (Ni) electroplated by surface micromachining technology is selected as the structure, and the material parameters of Young's modulus and the density are chosen as 165 GPa and 8.96 g•cm −3 , respectively [21] . The half-sinusoidal acceleration load with a pulse width of one millisecond is applied to the finite element models. The dynamic response curves of the inertial switch with different threshold accelerations are shown in Through the above simulation analysis, the relationship between the contact time, response time, and the design threshold of the inertial switch is revealed, and a solution to prolong the contact time of the high-G-value inertial switch is proposed through the spring fixed electrode structure. The relationship between the response time and threshold is shown in Figure 8a , which indicates that the response time decreases with increasing threshold. In addition, the response time remains unchanged even when the fixed electrode design is changed. The relationship between the contact time and threshold is shown in Figure 8b , which indicates that the contact time decreases as the threshold increased. However, the contact time is prolonged to 50 µs with the fixed electrode with the simply supported beam instead of the suspension spring. The contact time holds for 50 µs when the threshold acceleration increases from 280 to 600 g. This is because the contact of the inertial switch with a high G value is realized under overload acceleration. When the design threshold is 280 and 600 g, the overload acceleration causes the spring to have the same displacement, so they have the same contact time, which draws the conclusion that the contact time is decided by the stiffness of the fixed electrode for the high-G (e.g., ≥280 g) inertial switch. The relationship between the response time and threshold is shown in Figure 8a , which indicates that the response time decreases with increasing threshold. In addition, the response time remains unchanged even when the fixed electrode design is changed. The relationship between the contact time and threshold is shown in Figure 8b , which indicates that the contact time decreases as the threshold increased. However, the contact time is prolonged to 50 μs with the fixed electrode with the simply supported beam instead of the suspension spring. The contact time holds for 50 μs when the threshold acceleration increases from 280 to 600 g. This is because the contact of the inertial switch with a high G value is realized under overload acceleration. When the design threshold is 280 and 600 g, the overload acceleration causes the spring to have the same displacement, so they have the same contact time, which draws the conclusion that the contact time is decided by the stiffness of the When the threshold acceleration of 600 g is applied to model 3 and 5, the maximum displacement of the inertial switch with the simply supported beam and suspension spring is obtained using ANSYS software, as shown in Figure 9a ,b. By querying the grid data, the maximum displacement of the simply supported beam is about 1.65 µm, as shown in Figure 9a . The maximum displacement of the suspension spring is about 2.96 µm, as shown in Figure 9b . By comparing Figure 9a ,b, it is found that the displacement of the spring fixed electrode is larger than that of the simply supported beam. The vibration tracks of the simply supported beam and cross beam with the spring are shown in Figure 9c . The stiffness of the fixed electrodes in model 3 and model 5 was calculated by ANSYS software as~851 and~675 n/m, respectively. Compared to the simply supported beam, the fixed electrode consisting of springs can more effectively extend the contact time due to a greater elastic displacement. Through the above simulation analysis, the relationship between the contact time, response time, and the design threshold of the inertial switch is revealed, and a solution to prolong the contact time of the high-G-value inertial switch is proposed through the spring fixed electrode structure. Through the above simulation analysis, the relationship between the contact time, response time, and the design threshold of the inertial switch is revealed, and a solution to prolong the contact time of the high-G-value inertial switch is proposed through the spring fixed electrode structure.
Fabrication Prototype
The prototypes are fabricated by surface micromachining technology, all devices are manufactured on one wafer with the same set of masks, and the main preparation technique method includes the magnetron sputtering coating process, micro electroforming, and SU-8 photolithography techniques. The critical process steps are shown in Figure 10 and described as follows:
(a) After sputtering the Cr/Cu seed layer on the substrate, the support and strip structure were electroplated by a photolithography pattern, and the height of the supporting structure was higher than that of the strip. (b) The spring for hanging the movable electrode was fabricated above the strip pattern, and the bottom layer of the mass block was also prepared. (c) The sensitive mass was prepared by multiple electroplating processes until the thickness of the mass blocks reached the designed value. (d) The fixed electrode support was fabricated higher than the sensitive mass. (e) The Cr/Cu seed layer was sputtered on the fixed electrode support, and the fixed electrode was fabricated above the sensitive mass. (f) The photoresist and metal seed layer were removed selectively. The completed device structure was obtained.
The designed models 1, 2, 3, 4, and 5 were fabricated by surface micromachining technology, as shown in Figure 11a -e. All the prototypes with the complete structure are shown in Figure 11 . 
Test and Analysis
The fabricated inertial switch was tested by a hammer dropping experiment. The thresholds of five devices were tested by the drop hammer. The packaged device and standard accelerometer were fixed on the platform, as shown in Figure 12 . The thresholds of the fabricated prototypes were measured by the dropping hammer, and the preset height of the hammer increases gradually from low to high, which means that the deceleration value applied to the test device increases gradually. When the acceleration reaches the threshold value of the testing device, the inertial switch will be switched on, and the trigger signal and acceleration curves will output to the oscilloscope. The test results of the devices with different thresholds are shown in Figure 13 .
The test thresholds of model 1, 2, 3, 4, and 5 are 20, 295, 580, 305, and 580 g, respectively. The test results indicate that the contact time decreases from 950 to 5 μs when the threshold acceleration increases from 20 to 580 g. The test results of the prototypes with the spring fixed electrode shown in Figure 13d ,e show that, compared to model 2 and 3, the contact time is prolonged to 100 μs when the thresholds are 305 and 580 g, which indicates that the contact time can be prolonged due to the elastic fixed electrode. This is because the contact time mainly depends on the stiffness of the fixed electrode under the overload acceleration. Figure 13f shows the relation curves of the contact time and response time with increasing threshold. The curves indicate that the contact time and response time decrease with the increasing threshold; meanwhile, the effect of contact is improved due to the fixed electrode alternating by the elastic structure, and the contact time is effectively prolonged. 
The fabricated inertial switch was tested by a hammer dropping experiment. The thresholds of five devices were tested by the drop hammer. The packaged device and standard accelerometer were fixed on the platform, as shown in Figure 12 . The thresholds of the fabricated prototypes were measured by the dropping hammer, and the preset height of the hammer increases gradually from low to high, which means that the deceleration value applied to the test device increases gradually. When the acceleration reaches the threshold value of the testing device, the inertial switch will be switched on, and the trigger signal and acceleration curves will output to the oscilloscope. The test results of the devices with different thresholds are shown in Figure 13 . 
The test thresholds of model 1, 2, 3, 4, and 5 are 20, 295, 580, 305, and 580 g, respectively. The test results indicate that the contact time decreases from 950 to 5 µs when the threshold acceleration increases from 20 to 580 g. The test results of the prototypes with the spring fixed electrode shown in Figure 13d ,e show that, compared to model 2 and 3, the contact time is prolonged to 100 µs when the thresholds are 305 and 580 g, which indicates that the contact time can be prolonged due to the elastic fixed electrode. This is because the contact time mainly depends on the stiffness of the fixed electrode under the overload acceleration. Figure 13f shows the relation curves of the contact time and response time with increasing threshold. The curves indicate that the contact time and response time decrease with the increasing threshold; meanwhile, the effect of contact is improved due to the fixed electrode alternating by the elastic structure, and the contact time is effectively prolonged. The simulation and experimental results are listed as Table 2 . First, the comparative study of the response time of all models shows that the results of the simulation and experiment show a decreasing trend. The experimental measurement value of response time is longer than the simulation, as shown in Table 2 , and is due to the air damping being ignored in the simulation and the pulse of the load applied in the test being wider than the simulation value. Figure 13 indicates that the pulse widths of the acceleration applied to models 1, 2, 3, 4, and 5 are about 8, 3, 2, 3, and 2 ms, respectively. As the pulse width of the applied acceleration is an important factor affecting the response of the movable electrode, the test value is larger than the simulation. Secondly, Table 2 shows that the measured contact time is much larger than the simulation results at a low threshold. In addition, the low threshold (20 g) acceleration load frequency of the tested equipment in this experiment is too low and the pulse is wide, so this is the main reason why the contact time of the experimental test is longer than the simulation result. The contact time of model 2 and 3 shown in 
The fabricated inertial switch was tested by a hammer dropping experiment. The thresholds of five devices were tested by the drop hammer. The packaged device and standard accelerometer were fixed on the platform, as shown in Figure 12 . The thresholds of the fabricated prototypes were measured by the dropping hammer, and the preset height of the hammer increases gradually from low to high, which means that the deceleration value applied to the test device increases gradually. When the acceleration reaches the threshold value of the testing device, the inertial switch will be switched on, and the trigger signal and acceleration curves will output to the oscilloscope. The test results of the devices with different thresholds are shown in Figure 13 . The simulation and experimental results are listed as Table 2 . First, the comparative study of the response time of all models shows that the results of the simulation and experiment show a decreasing trend. The experimental measurement value of response time is longer than the simulation, as shown in Table 2 , and is due to the air damping being ignored in the simulation and the pulse of the load applied in the test being wider than the simulation value. Figure 13 indicates that the pulse widths of the acceleration applied to models 1, 2, 3, 4, and 5 are about 8, 3, 2, 3, and 2 ms, respectively. As the pulse width of the applied acceleration is an important factor affecting the response of the movable electrode, the test value is larger than the simulation. Secondly, Table 2 shows that the measured contact time is much larger than the simulation results at a low threshold. In addition, the low threshold (20 g) acceleration load frequency of the tested equipment in this experiment is too low and the pulse is wide, so this is the main reason why the contact time of the experimental test is longer than the simulation result. The contact time of model 2 and 3 shown in Table 2 indicates that the test results are much lower than the simulation, the main reason being that the elastic recovery force of the fixed electrode is an important factor affecting the contact time when the threshold is increased. The larger the threshold, the greater the overload impacted on the fixed electrode during the test, so the movable electrode can obtain a greater elastic recovery force and promote the movable electrode to quickly return to the equilibrium position. Therefore, the contact time of model 2 and model 3 is very short. This is also an important reason why the fixed electrode of the high-G inertial switch needs
